TUCSON POLICE DEPARTMENT
CRIME LABORATORY #gy
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000

inspection. and having performed such inspections on Intoxilyzer 5000

g | 7 _Serial £ G 0OY0/Y . certifies by her signature:

on_//29/04 . witharesultof 0.0 ZAAC. 0.07¢ AC.
and on _R /3 57/6% . with a result of p.050 AC. 0 0TFAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC). as defined by R9-14-404.A.5.

No problems were reported concerning this instrument between these

Yore v

i Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

B st /BSCRIBED AND SWORN to before me

is A& . dayof e hmc,.‘- - 2004
m:n ) #’«t 1%&6\

No ta@— Public
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THIS REPORT PREPARED PURSUAXN Tg DETY IMPOREDR BY
A.A.C. R9-14-404 (A)
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STANDARD QUALITY ASSURANCE PROCEDDRES faa
ITHNTOITILYZER MODEL S000%* |

INT

DAT P Tt T 1308 TIHE 5D %

L A Display reads "READY TO START" or "PUSH BUTTON TGO START
' TEST:

DIAGNOSTIC TESTS

—_

DvM Test check. Setting should be betwsen .200 and
_e00. Made selection switch 32 on, S1 and 53 off or
kevboard menu selection "H". Reading 1s Q,fﬁﬁ‘f -
E$5%H Display Test check. Made selaction switch 51 on and 53
o and 53 off or keyboard menu sel?ztiaw R
=z brintar Test check. Mode selectien switeh 51, 82, S3
off or keyboard menu sslection "B'.
\_,/5"\’1'_' Clock tims check. Made selection switch 510 on or
keyboard menu sslection "EU. :
:ﬁgé Data check. Mods sslsctign switch S11 on or Keypoard
menu selection "E".
OPERATIONAL, TESTS
Alcohol fres subject Test rasulc G-Fﬁjﬁ{ AC
rror recognition logic systesm functieoning

Invalid test printed
Proper sample recognition system
~Fnvalid sample printed
~gJeficient sample printed
N/ Campletaness of sample purge wWith collection tube*=*

EZ@ Calibration st?aﬂﬁad 0. £&5% AC
Results: 0. S = . T
u-:.ﬁ}tely. EES_A_

Instrument operating properly a2nd acc

hil

= =

SIGNATURE M

Q.fféfdg;l¢uhcl concentration standard collected for suhseguent
analysis. =

*WITHE OR WITEOUT VAPOR RECIRCULATION AND WLITE OR WITHOUT KEYBOARD
*%THTS STEP IS ONLY-REQUIRED IF TEIS DEVICE IS BEING USED FOR
EAMPTL.F CAPTURE. -

DHS /DSLS/Fora Cl1i7(Rev.7-93)
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THIS REPORT PREPARED PURSUANT TOQ DUTY IMPOBED BEY
A.A.C. RI-14-404(RA)

ARIZONA DEPARTMENT OF HERLTH BERVICES

STANDARD QUALITY ASSTHANCE PRGCEDGRES/ﬁb
INTOXILYZER HODEL 5000+ '
ETANDARD CALIBRATION CHECK PROCZDURE

Agency Tucson Dolice Deaogariment Te K{éﬂf?éﬂf: Time 5 5;%

Intoxilyzer Serial# ﬁ’@—ﬁﬁﬁfﬁ“ﬁ‘r?}docatlun

QA Specialist L _EDCTJFZ?F?

’Print Hame)

\g_/{;} 1, Pour a standard alcohol soclution of Known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made
Standard value: 0. &58 AC

rgﬁﬁﬂ“z. Turn on the simulator and allow the temperature to
reach 34°%C+.2%C.

=X 3. Set Intoxilyzer mode selaction in the ACA mode hy
switching mode salection switch #9 on or selecting "C"
on XKeyboard menu.

(/< 2. Attach simulator to thes simulator entrance port on the
Intoxilyzer.,

: é%}&gﬁ{r'i. Intoxilvzer 5000 display reads "READY TO START" or

&G~ 9. Calibration cﬁﬂck;g mpletad.
=)

"PUSH BUTTON".
6. Push Start Test bution or pres
\;fZ\ CT'?. Insert card in response to diss
5. ir: blank completed.

e

Test results 0. V- O _}ﬁfﬁﬁ?ﬁkv6CL

5T 10. Air blank completed.

=%y 1l1. When display reads Test Complete remove evidence card
Attach the card to the completed checklist.

{ ] 12. Heturn mede selection switch £9 te off position after
2ll calibration checks are complete or type @ and enter

on Ma2vbhgard.
SIGNATURE @,@%ﬂ é’Cﬁ@?ﬁ?’Lﬂ—‘

J_.-f_.f"’
*WITHE OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITHCUT XEYEOARD

DHS/DSLS/Form C116 (Rev.7-93)
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THEIS REPORT PREPAHRED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-1L4-404 (A7)

EXEIEIT Q

ARIZONA DEFARTHENT OF HEALTH BERVICES

A4
STANDARD QUALITY ASSURANCE PROCEIDURES |

INTOQXILYZER MODEL 5000+

AGENCY Tucson Police QA SPECIALIST _ L/ ¢ Jorahn /é’:?:f,f)

(Print Name)
INTOXILYZER SERIAL f’i'ﬂ&.é 01y rocaTIon DUL )
DATE_ [Ahntany JI5 reR0Y TIME__ (000
LT
24  Display reads "READY TO START" or "BUSH BUITON TO START

TEST."

DIAGNOSTIC TESTS

vl OvM Test check. Sestting should bs betwesen .200 and
600. Mede selection switeh 52 on, 51 and 83 @I or
keybaard menu salection "E". Reading is _. J¢ :

7wl Display Test check. Mode sslection switch S1 on and s2
and S3 off or keyboard menu selection "V".

-l Printer Test check. Mode selection switch S1, sz, S§3
aff or keyboard menu selection "P".

AL Clock time check. Mode selection switch 510 on or
keyboard menu selection "E".

Ezé%r“# Date check. Mode selection switch S11 on or keyboard
meny selection "E".

OPERATIONAT, TESTS
~F g Alcohol free subject Test result g. 000 AC
e Error recognition logic system functioning
Invalid test printed
A Proper sample recognition system
Invalid sample printed /s
Deficient sample DriﬁteiJ%

i N/A Completeness of sample purge with collection tuba*=*
U calibration standard 0. 0§D AC

Results: 0. 050A4T ¥+ 4.0 79 4 é///
Instrument operating properly and accurataly. YE NO___

COMMENTS

- .
STIGNATURE ﬁ;ﬁgﬁﬁﬁféﬁﬁi;ﬂ_ ki,

Nfﬁ‘g alcohol concentration standard collected for subseguent
analysls.*t

*WITE OR WLTHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XKEYBOARD

*#TEIS BTEP IS ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR
EAMPLE CRPTURE.

DHS/DSLS/Farm Cll7(Rev.7-23)
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EXZISIT P NG

THEIS REFORT PREPARED PURSUANT T4 DOTY THPOEEZD BY
A.A.C. BI-14—404(A)

ARIZONA DEPARTMENT OQF EEALTE BEAVIC

I
0§

ETANDARD QUALITY ASSURANCE PROCEDULZR
INTOXILYZER MODEL 5000%*

(&1
Ll

An

STANDARD CALIBRATION CHZCX PROCZITRE

Agency _Tucson Boligs Deparfmspb Date c?/{;ﬂ@‘r‘ Tizme /00O
Intoxilyzer S Serial AT st - Q%Lg lLocatien _ 2UT AT
QA Specialist Lot Druarl (Fo43/)

(Print Mzne)

Lﬂﬂdﬁ 1. Pour a standard alcohsol solution UF koown valus inte a
clean dry simulator jar and assemble =i

Tnsure that a tight sga !

{]

standard valus: 0.J57 2

(Lot 2. Turn on the simulator and allow the temperature to
reach 34%C+.2%C.

(o) 3. Set Intoxilyzer mods salection in the ACA made by
switching mode selection s¥ibch #3 on or selecting "C"

on keybaoard menu.
Spe— Attach simulator o the simulator encTance port on
Intoxllyzer.
Al 5. Intoxilyzer 5000 display reads "BEADY TO STARTY or
"PUSH BUTTON".

T
o
[

sliloat 8 push Start Test button or press entar on XKayboard.
P PP T Insert card in responses ta display
~p o] 8- Air blank completed.
g

. Calibration check completed.
Test results 0.a0¢p 40679 A
Af£ A5 ) 10. Alr blank compleatad.
wotesE] 1L When display rsads Test Complete rsmova evidance card.
! Attach the card to the completed ct*.acql'l_s..
(A&7 12. Return mode selection switch #9 to of position after
! a1l calibration checks are complete or type Q and eanter

n_keybaoard.
SICHATURE ‘/_j ?:.;

*wHITE

P TEAT)

-

oR FITEOQUT VAPOR RECIRCULATION AMND FIT= OR WITZOOT EAEYHOARD

DHS/DSLS/Form C116 (Rev.7-913)




TUCSON POLICE DEPARTMENT_/ZN -
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

A

Date: &//1/0 ¥ )
Iﬂt{}:dl}zE Senal Number: & (1-00 %0/ '-';‘-'I[ / 7/
QAS:  Tyene Dormn

Problem Descnpuon:

OB cer sullivan reforkd fAat Third dis/+ a/d

not _print- . (#rer recordity (st @,

If the instrumnent is taken out of service, complete the following: |

I Date out of service W/ Fi}-

l Calibration Check completed prior to removal from service:

I bY&s Date: O No
il '}

| SQAP completed prior to removal from service:

‘ 0 Yes Date: 0 No |

Date returned to service: /[i//?L

Correcuve Acuon Taken or Repairs:
Sy SWIten  refurncd 7o an' posit7o04




